Multispeckle diffusing-wave spectroscopy with a single-mode detection scheme

P. Zakharov, F. Cardinaux, and F. Scheffold*

Department of Physics, University of Fribourg, CH-1700 Fribourg, Switzerland

(Received 11 June 2005; revised manuscript received 2 December 2005; published 30 January 2006)

We present a detection scheme for diffusing-wave spectroscopy (DWS) based on a two-cell geometry that allows efficient ensemble averaging. This is achieved by putting a fast rotating diffuser in the optical path between laser and sample. We show that the recorded (multispeckle) correlation echoes provide an ensemble averaged signal that does not require additional time averaging. Furthermore, combined with traditional two-cell DWS, the full intensity autocorrelation function can be measured with a single experimental setup. The scheme provides access to a large range of correlation times thus opening an experimental window for the study of slowly relaxing and arrested systems, such as viscoelastic complex fluids, colloidal glasses, and gels.

DOI: 10.1103/PhysRevE.73.011413 PACS number(s): 82.70.Dd, 42.30.Ms, 78.35.+c

The surging interest in slowly relaxing and arrested colloidal systems such as gels or glasses [1–3] has created a need to monitor dynamic properties on time scales of seconds and minutes. Light scattering is certainly one of the best methods for this purpose since it offers convenient access to such key dynamic properties as the intermediate scattering function or the particle mean square displacement. Traditionally, a single speckle mode of scattered light is detected and fluctuations are recorded over a time much longer than the relaxation time. However, this time averaging scheme is not applicable to rigid, nonergodic systems. For these systems the ensemble average can be obtained by summing a collection of consecutive experiments conducted on different sample realizations. Usually the sample is translated or rotated and a scan over a large number of independent speckles is performed [4–7]. A major drawback of this approach is the extensive duration of measurements. It is not unusual today to investigate relaxation processes on time scales of seconds and minutes with a corresponding measurement time of hours and days. As a matter of fact several authors have reported data collection time more than a day for a single intensity correlation function (e.g., [8,9]). Besides being tedious and time consuming this approach is restricted to systems in (quasi)equilibrium. Only the advent of multispeckle detection schemes made it possible to conveniently monitor very slow relaxation processes. Dynamic light scattering using a digital charge coupled device or complementary metal-oxide semiconductor camera as a detector offers the possibility to perform simultaneously a large number of independent experiments thus achieving ensemble averages in real time [10]. But unfortunately with a time resolution of typically 1–10 ms digital-camera-based detection is restricted to rather long correlation times. Thus, traditional photon correlation spectroscopy has to be made as well in a separate experiment if access to the full range of correlation times is required.

All considerations above apply equally to both dynamic light scattering (DLS) in the single-scattering regime [11–13]. However, due to the strong multiple scattering DWS offers more flexibility in the experimental design, which we have exploited in our approach. In this paper we report on a two-cell detection scheme for diffusing wave-spectroscopy that provides an effective multispeckle averaging using single-mode detection. To obtain an ensemble averaged signal we illuminate our sample with the laser light scattered from a rotating diffuser and we analyze reflected or transmitted light. We show that echoes in the recorded correlation function appear at any revolution while the correlation function of the sample remains finite. Each echo signal is generated by a large number of independent speckles; thus efficient ensemble averaging is performed. Moreover, we demonstrate that the intensity correlation function of the sample can be extracted from the two-cell echoes.

The detection of single- and multiple-scattering correlation echoes was discussed in previous papers [14–18]. Echo DWS was initially introduced in the analysis of nonlinear shear deformation [14,15]. In the single-scattering regime Pham et al. recently demonstrated the use of echo DLS for efficient ensemble averaging [17]. In contrast to previous echo experiments in our case the sample is at rest. Thus high rotation or oscillation frequencies can be realized without any mechanical disturbance of the system under study. If combined with the well established two-cell DWS technique (TCDWS) [19] correlation times from 10 ns or less up to duration of measurement can be accessed. Such improved experimental performance is mandatory if progress is to be made in the expanding field of slowly relaxing and arrested systems, such as viscoelastic complex fluids, colloidal glasses, and gels [1–3].

Our experimental setup is shown in Fig. 1. A frequency-doubled neodymium-doped yttrium vanadate Nd:YVO₄ laser (“Verdi” from Coherent Inc.) operating at λ₀=532 nm is used to illuminate a circular ground glass mounted on a five-phase stepper motor (RK-564 AC from Vexta). Through scattering and dephasing the ground glass creates a speckle with a nearly Gaussian optical field [20]. We collect the transmitted light coming from the ground glass and focus it onto the sample with a spot size diameter of roughly 5 mm. The scattered light is then collected with a monomode fiber and analyzed by a photomultiplier and a digital photon counter (Correlator.com, New Jersey). The photon counting device...
FIG. 1. Experimental setup. Laser light is scattered from a ground glass rotated by a fast stepper motor (1) and the transmitted light is collected by a lens (2) to illuminate the sample (3). Single-mode fibers collect the scattered light in either transmission (4a) or reflection (4b). The collected light is subsequently analyzed by a single-photon detector and digital photon counter (5).

FIG. 2. (a) Zeroth- and first-order correlation echo in backscattering from a rigid Teflon slab for a rotation frequency of \( f_r = 40 \) Hz. The echo width at \( \Delta n/N \) points is \( 2\tau_e = 1.15 \) \( \mu \)s. (b) DWS echoes in backscattering for a sample of TiO\(_2\) in glycerol. Inset shows the echo shape for this sample.
be known with absolute accuracy and at very high orders the sampling time and echo period will not match any more and the signal is lost. We commonly perform measurements up to echo number 1000 covering three orders of magnitude in lag time. Since the echo width is only of the order of 1 μs the period has to be known with nanosecond accuracy. To overcome this difficulty for even higher-order echoes one might think of monitoring the echo period continuously during processing. In this case, however, the echo shape has to be resolved in detail which goes at the expense of computation speed. A more practical way to increase the time window is by performing several measurements at different rotation speed. For such a scheme the integral time of measurement will still be set approximately by the longest measurement.

In the following sections we will discuss the application of the two-cell echo and compare the different data analysis schemes. We have prepared a colloidal dispersion of titanium dioxide powder (Ref. 0041255 from Warner Jenkinson Europe Ltd.), particle diameter roughly 200–300 nm, in glycerol at a volume fraction of ~0.5%. To further increase the viscosity the sample is kept at 5.7±0.5 °C. In this viscous opaque medium the correlation function decays over a range of lag times accessible to both the echo technique and traditional time averaging. Figure 2 shows the result of the echo measurement in backscattering geometry for a frequency of 40 Hz.

In the viscous glycerol solution the scatters undergo diffusive motion expressed by the mean square particle displacement $\langle \Delta r^2(\tau) \rangle = 6D_0 \tau$, where $D_0 = k_B T / 6\pi \eta a$ is the Einstein diffusion coefficient. For the backscattering geometry the experimental ICF is described by the expression (neglecting absorption) [12]

$$g_S^{(2)}(\tau) - 1 = \beta \exp(-2\gamma(\Delta/\tau_0))$$  

(2)

with a relaxation time $\tau_0 = 1/Dk_0^2$ and a factor $\beta$ that describes the intercept of the correlation function. $\gamma$ is a constant of order $\gamma = 1.5$–2.5 depending on the detected polarization state [22].

It follows from Eq. (2) that $g_S^{(2)}(\tau) - 1$ can be extracted from an echo-peak value since at lag times $\tau = n/ff$ one expects $g_S^{(2)}(n/ff) - 1 = 1$. However, the echo peak height might be affected by slight imperfections in the rotation. Furthermore a detailed resolution of the peak maximum can be costly in computation time in particular for higher rotation frequencies. A more practical way of dealing with this problem is to analyze the peak area rather than the peak height. Pham et al. have shown for the case of single-scattering echoes that the peak area is directly proportional to ideal peak height, suffering very little from slight imperfections in rotation [17]. The peak area can be obtained by numerical integration or simply by increasing the sampling time $\tau_e$. The latter approach is equivalent to triangular-weighted integration [23] and moreover significantly reduces the computation time of $g_M^{(2)}(\tau) - 1$.

The relevant information is contained in the sample correlation function $g_S^{(2)}(\tau) - 1$. To study the influence of the integration time window and the sampling time $\tau_e$ we have varied both parameters over large range. Instead of numerical integration we simply sum the points of the correlation function $g_S^{(2)}(\tau) - 1$. No significant dependence is found as long as the time window covers well the correlation peak. As a matter of fact a single correlation channel of sampling time $\tau_e = 12$ μs centered at the echo position provides nearly the same level of accuracy as integration over 960 channels at 12.5 ns resolution. In Fig. 3 we compare the echo data collected during 12 s to a time averaged measurement over 20 min. Dividing by the normalization factor $\beta$ we obtain basically identical results from both methods.\(^1\) Despite a dramatically shorter measurement time, the noise level is lower for the echo measurements.

Our approach is not limited to liquid (ergodic) systems but can also be applied to solid (nonergodic) soft materials. The possibility to perform a true multispeckle analysis with a classical DWS light scattering scheme allows fast and precise experiments. Combined with the well established two-cell DWS technique [19] correlation times from 12.5 ns up to the duration of measurement can be accessed. In the following we will discuss such an application to a gelling biopolymer solution. We have studied the dynamics of 4 wt % commercial (food grade) gelatin solution in water where a small amount of polystyrene tracer particles (diameter 720 nm) has been added during preparation to a final concentration of 1 wt % (transport mean free path $\lambda^* = 270$ μm). At this point it worthwhile to point out that the gelation of biopolymer solutions is of wide interest in food science but also represents an interesting polymer model system in soft matter physics. It has been demonstrated in previous studies that DWS is an ideal tool to follow dynamic changes in the elastic properties of (bio)polymer solutions [19,25]. In our experiment the gelatin solution is filled into a

\(^1\)With a glycerol (99%) viscosity of $\eta = 5$ Pa·s at $T = 5.7$ °C we expect a relaxation time $\tau_0 = 1/Dk_0^2 = 7.5$–11.5 s. From a fit of Eq. (2) to the data we obtain $\tau_0 = 8.1$ s ($\gamma = 2.2$)
this simple procedure are shown as full symbols in Fig. 4. After more than two hours an additional TCDWS measurement has been carried out for 600 s at a dramatically reduced motor speed. Equation (1) then provides access to the ICF at short times $\tau < T_r = 0.1$ s. If combined with the last recorded echo measurement the full correlation function spanning from $10^{-8}$ to 10 s is recovered as shown in Fig. 4. An alternative way to monitor the short time dynamics is the nonergodicity correction of Pusey and van Megen (for details see Ref. [4]). It is possible to reconstruct the ensemble average correlation function from a time averaged measurement if the ratio of time $\langle I \rangle_T$ and ensemble averaged scattered intensity $\langle I \rangle_E$ is known. The latter is not accessible by a simple time averaged experiment. Our echo measurement, however, directly provides this information. We have thus stopped the motor a few times during the experimental run and recorded the photon stream again for 15 s. The resulting ICF's at short correlation times (dotted lines in Fig. 4) show an excellent match with the echo measurements at longer correlation times.

In summary we have shown that our two-cell echo approach allows us to measure the ensemble averaged DWS correlation function nearly in real time. Existing DWS experiments can be easily upgraded if the laser power is sufficient to drive the two-cell echo experiment. Besides a simple device for precise mechanical oscillation or rotation and a suitable photon counter or correlator no other hardware is needed. Furthermore, combined with traditional two-cell DWS at very low rotation speeds, the full intensity autocorrelation function can be measured with a single experimental setup.

Financial support by the Swiss National Science Foundation, the TopNano21/KTI program, and the Marie Curie network Grant No. MRTN-CT2003-504712 is gratefully acknowledged. We thank Suresh Bhat for help with the experiments. Discussions with Peter Schurtenberger, Alan Parker, and Markus Lechtenfeld are gratefully acknowledged.

[16] W. van Megen, T. C. Mortensen, S. R. Williams, and J. Müller, 
051402 (2002).
[19] F. Scheffold, S. E. Skipetrov, S. Romer, and P. Schurtenberger, 
253 (2003).
(1988).
[25] C. Heinemann, F. Cardinaux, F. Scheffold, P. Schurtenberger, 
F. Escher, and B. Conde-Petit, Carbohydr. Polym. 55, 155 
(2004).